Supplementary Table 1.  Accuracy and precision of ZEN-3694 and ZEN-3791 at LLOQ in six individual lots of human plasma
	Analyte
	Plasma matrix
	Nominal Concentration (ng/mL)
	Mean Measured (ng/mL)
	SD
(ng/mL)
	Precision
(%CV)
	Accuracy
(%RE)

	ZEN-3694
	Lot 1
	5.00
	5.15
	0.134
	3
	3

	
	Lot 2
	5.00
	5.23
	0.150
	3
	5

	
	Lot 3
	5.00
	5.19
	0.065
	1
	4

	
	Lot 4
	5.00
	5.36
	0.194
	4
	7

	
	Lot 5
	5.00
	5.27
	0.618
	12
	5

	
	Lot 6
	5.00
	5.41
	0.108
	2
	8

	
	
	
	
	
	
	

	ZEN-3791
	Lot 1
	5.00
	5.16
	0.223
	4
	3

	
	Lot 2
	5.00
	5.23
	0.262
	5
	5

	
	Lot 3
	5.00
	5.02
	0.180
	4
	0

	
	Lot 4
	5.00
	5.29
	0.123
	2
	6

	
	Lot 5
	5.00
	5.16
	0.726
	14
	3

	
	Lot 6
	5.00
	5.50
	0.182
	3
	10


SD = standard deviation 
%CV = (SD/mean) x 100% 
%RE = [(measured – nominal)/nominal] x 100%
