Table 2S. MRI acquisition protocols of 11 academic hospitals participating in the nationwide image-based stroke database project
	
	TR(ms) / TE(ms)

	MR machines
	Diffusion 
	T2-weighted 
	FLAIR

	Gradient-echo 

	Philips
	
	
	
	

	Achieva 3.0T
	3,000 / 56
	3,000 / 80
	9,000 / 250
	469 / 14

	
	4,500 / 60
	3,000 / 80
	11,000 / 140
	700 / 23

	
	2,480 / 77
	3,000 / 80
	8,000 / 120
	620 / 16

	Intera 1.5T
	2,873 / 78
	3,951 / 100
	11,000 / 140
	446 / 13

	
	3,300 / 81
	4,200 / 100
	9,000 / 140
	748 / 18

	SIEMENS
	
	
	
	

	Symphony TIM 1.5T
	5,100 / 105

7,500 / 109
	4,850 / 98

3,860 / 115
	9,000 / 98

9,000 / 117
	800 / 26

978 / 25

	Avanto 1.5T
	4,600 / 89
	4,740 / 103
	9,000 / 93
	800 / 26

	
	3,800 / 102
	4,160 / 102
	8,500 / 112
	800 / 26

	Sonata  Maestro 1.5T
	2,700 / 76
	4,080 / 113
	10,000 / 99
	800 / 23

	Sonata  1.5T
	6,700 / 99
	4,770 / 108
	9,000 / 122
	954 / 25

	Symphony 1.5T
	7,500 / 109
	3,860 / 115
	9,000 / 117
	978 / 25

	G.E.
	
	
	
	

	MR Exite twin-speed 1.5T
	4,008 / 60.7
	3,800 / 106.1
	8,002 / 136.7
	5,500 / 20

	Signa Exite twin-speed/echo-speed 1.5T
	8,000 / min
	4,900 / 120
	10,000 / 160
	450 / 25

	
	4,008 / 61
	3,800 / 106
	8,002 / 137
	5,500 / 20

	Signa HDXT 1.5T
	9000 / 81
	4450 / 104.6
	8802/144.9
	567 / 14


